Purpose: Microbeam Radiation Therapy (MRT), an alternative preclinical treatment strategy using spatially modulated synchrotron radiation on a micrometer scale, has the great potential to cure malignant tumors (e.g., brain tumors) while having low side effects on normal tissue. Dose measurement and calculation in MRT is challenging because of the spatial accuracy required and the arising high dose differences. Dose calculation with Monte Carlo simulations is time consuming and their accuracy is still a matter of debate. In particular, the influence of photon polarization has been discussed in the literature. Moreover, it is controversial whether a complete knowledge of phase space trajectories, i.e., the simulation of the machine from the wiggler to the collimator, is necessary in order to accurately calculate the dose. Methods: With Monte Carlo simulations in the Geant4 toolkit, the authors investigate the influence of polarization on the dose distribution and the therapeutically important peak to valley dose ratios (PVDRs). Furthermore, the authors analyze in detail phase space information provided byMartínez-Rovira et al.
Introduction: Microbeam Radiation Therapy (MRT), an alternative preclinical treatment strategy using spatially modulated synchrotron radiation on a micrometre scale, has the great potential to cure malignant tumours (e.g. brain tumours) while having low side eects on normal tissue. Dose 20 measurement and calculation in MRT is challenging because of the spatial accuracy required and the arising high dose dierences. Dose calculation with Monte Carlo simulations are time consuming and their accuracy is still a matter of debate. In particular the inuence of photon polarisation has been discussed in the literature. Moreover it is controversial whether a complete knowledge of phase space trajectories, i.e. the simulation of the machine from the wiggler to the collimator, is necessary 25 in order to accurately calculate the dose.
Methods: With Monte Carlo simulations in the Geant4 toolkit we investigate the inuence of polarisation on the dose distribution and the therapeutically important peak to valley dose ratios (PVDRs). Furthermore we analyse in detail phase space information provided by Martínez-Rovira et al. [1] and examine its inuence on peak and valley doses. A simple source model is developed 30 using parallel beams and its applicability is shown in a semi-adjoint Monte Carlo simulation. Results are compared to measurements and previously published data.
Results: Polarisation has a signicant inuence on the scattered dose outside the microbeam eld.
In the radiation eld, however, dose and PVDRs deduced from calculations without polarisation and with polarisation dier by less than 3%. We show that the key consequences from the phase 35 space information for dose calculations are inhomogeneous primary photon ux, partial absorption due to inclined beam incidence outside the eld centre, increased beam width and centre to centre distance (ctc) due to the beam propagation from the collimator to the phantom surface and imperfect absorption in the absorber material of the Multi Slit Collimator (MSC). These corrections have an eect of approximately 10% on the valley dose and suce to describe doses in MRT within the 40 measurement uncertainties of currently available dosimetry techniques.
I. INTRODUCTION
Microbeam Radiation Therapy (MRT) is a novel preclinical tumour treatment strategy that uses arrays of narrow, a few micrometer wide beams separated by a few hundred micrometre spacing that have unusual high peak doses while the valley doses are assumed to stay beneath the tissue tolerance. Treatment is performed with high dose rates 45 of up to 15,000 Gy/s [2, 3] to avoid dose blurring by respiration and vascular motion. So far only 3 rd generation synchrotrons such as the European Synchrotron Radiation Facility (ESRF) are capable of generating suciently high dose rates in the necessary energy domain of around 100 keV. Photon energies in this energy domain compromise sharp dose gradients at lower energies and high penetration depths at higher energies [4] . In preclinical studies it was shown that the tumour control of MRT is high while it spares normal tissue better than conventional therapies [5] . 50 Laissue et al. [6] have shown that the mean survival time of rats baring frontocelebral 9L gliosarcoma was increased up to 7 times by microbeam treatment with 312 to 5000 Gy beam entrance doses, 100 µm interbeam distance and 25 µm beamwidth. In some cases the tumour even disappeared. The normal tissue, however, showed only minor damage to unidirectionally applied microbeams. The damage was conned to 25 µm wide stripes exhibiting a loss of neuronal/glial nuclei/perikarya. A loss of tissue structure or vascular damage in normal tissue did only appear in the 55 intersection areas of cross-ring experiments [6, 7] .
After irradiation of healthy weanling piglets [8] with microbeams of beam entrance doses between 150 and 625 Gy, 20-30 µm beam width and 210 µm spacing between the peaks no developmental abnormalities were observed compared to non-irradiated littermates in the up to 66 weeks follow up observation by qualied veterinary scientists. This raises the hope to apply MRT in the treatment of paediatric brain tumours if seamless classical radiotherapy is 60 dangerous for the brain development. While sparing normal tissue MRT has the potential to even treat aggressive tumours such as squamous cell carcinomas. In preclinical studies Miura et al. [9] were able to show that the mean survival time of mice bearing this type of tumour could be signicantly increased. The origin of the tissue sparing eect is commonly thought to be attributed to the replacement of endothelial cells lethally hit by endothelial cells from minimal irradiated valley dose regions [10, 11] . Assuming this to be true, the therapeutic ratio will depend on 65 the peak to valley dose ratio (PVDR) and a valley dose beneath the tissue tolerance dose.
A matter of debate are the optimal beam sizes and spacings. Serduc et al. [12] have found for 9L gliosarcomas in rat brains 50 µm beam width and 400 µm interbeam spacing as a good compromise between tumour control on the one hand side and normal tissue sparing on the other hand side. Irradiation elds were chosen to have always 18 Gy valley dose in the target. Dose calculation was performed with dierent Monte Carlo codes in the past, for example 70 Geant4[13], EGS4 [14, 15] and PENELOPE [16] . A code comparison for MRT was done by De Felici et al. [17] .
For a long time microbeams have been assumed to be ideal parallel beams. Nettelbeck et al. [18] have as one of the rst studied the inuence of the collimator and the divergence of the beams. They found an increase in the penumbral dose of up to 26% when using divergent beams compared to ideal parallel microbeams. In the peak and midvalley, however, dierences disappeared. Including inclined incidence on the collimator at the eld edges produced up to 30% 75 dierences in the penumbra doses and lead to a variation of the full width half maximum (FWHM) of the microbeams of up to 4 µm. However, collimator scattering was found to be of no importance within the 2% uncertainties of the Monte Carlo simulations. Martínez-Rovira et al. [1] have performed a complete simulation of the beamline from the wiggler source down to the MSC. However, a detailed study of the inuence of the gathered phase space information and the important parameters on the dose distribution in MRT is still missing.
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Another particular property of synchrotron radiation is its linear polarisation. The polarisation eect has been a debate in the literature and its inuence has not been totally claried. Orion et al. [15] have for the rst time used Compton and Rayleigh scattering cross sections (DCS) for polarised photons in an EGS4 Monte Carlo code for the dose calculation of microbeams. De Felici et al. [19] have used an EGS4 version to analyse the polarisation inuence on PVDRs. They calculated 3x3 cm 2 microbeam elds with 25 µm wide beams and 200 µm spacing in a 16 cm long 85 and 16 cm diameter water cylinder and found in 7 to 8 cm depth a dierence between (1 ± 1)% in the eld centre, (3 ± 3)% at the eld edge and (10 ± 2)% outside the eld when rotating the polarisation direction by 90
• . Hence they concluded that polarisation is of minor importance for therapy planning. They also investigated the asymmetric dose absorption around a pencil beam from 0 to 150 µm distance from the beam centre and found between 7% and 18% direction depending dierences. However, they did not analyse asymmetric dose absorption outside this range.
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In the presented work we study the inuence of the source model and the polarisation on the dose distribution in MRT in a water phantom. [20] . The present maximum photon beam size is 35x100 mm 2 , but may be increased to 42x100 mm 2 . For therapy a ltered white spectrum beam is used with a maximum intensity at 83 keV and a mean energy of 100 keV. The MSC is positioned 39.3 m from the x-ray wiggler source and ensures approximately parallel microbeams at the sample for a photon ux of still 16,000 Gy/s [21] . Between wiggler source and sample there are several beam modier elements, such as lters (C, Al and Cu), a Be-window, an Al-window, primary slits, a horizontal and a 105 vertical tungsten slit and nally the MSC that forms 50 µm wide and 400 µm spaced microbeams. This is the setup dedicated for the rst clinical pet trials planned in November 2013. The collimator slits of the MSC are cut into an 8 mm thick tungsten carbide (WF20) block [21] .
B. Forward Monte Carlo calculations
We have calculated the absorbed dose of microbeam elds in water using Monte Carlo simulations in the Geant4 110 tool-kit, version 4.9.3.p02. The Livermore low-energy polarized physics libraries were used because they take into account polarised photon interactions at low photon energies [22] . For photon interactions photoelectric absorption, Compton scattering, Gamma conversion and Rayleigh scattering are regarded. Activated interaction processes for electrons are multiple scattering, ionisation and bremsstrahlung. The dose was calculated with forward and adjoint Monte Carlo techniques using dierent source phase space assumptions that are explained in the following. In order 115 to test the inuence of the source model on the distribution of the absorbed dose we employed the phase space information, gathered and presented by Martínez-Rovira et al. [1] . The authors simulated the particle transport from the wiggler to a plane in front of the vertical slit at the ID17 beamline of the ESRF, 38.8 m downstream from the wiggler source (phase space plane) and used the Monte Carlo codes Shadow [23] and PENELOPE [24, 25] for their simulations. They created data les (phase space les, PSFs) for 3 dierent primary vertical slit apertures creating a phase space entries exist. Technical details on the simulations can be found in Martínez-Rovira et al. [1] .
Comparisons are made between simulations with and without these phase space information and also with and without photon polarisation in order to investigate their inuence on the dose distribution. Results are also compared 125 to experimental data. Calculations employing the PSFs are performed in two steps. In the rst step the phase space les described by Martínez-Rovira et al. [1] are used to create primary photons in the phase space plane. These photons are tracked through the vertical slit and the MSC. In a plane directly behind the MSC phase space information are stored again in a second PSF. In the second step the photons from the second PSF traverse 120 cm air until they impinge on a water phantom of 16x16x16 cm 
C. Semi-adjoint Monte Carlo simulation
Adjoint Monte Carlo simulations are a useful Monte Carlo method if the detector size is small and the source size large in the phase space. In this case it is possible to exchange detector and source in the simulation and track particles backwards in time from the detector to the source. This modication is often associated with a reduction of 145 statistical noise and can thus shorten calculation times. In some cases like for MRT it is desirable to exchange just certain dimensions of detector and source. To this method we refer as semi-adjoint Monte Carlo simulation. It is a modied method of the techniques that are for example described by Iván Lux [26] . Source and detector geometry are exchanged in a plane perpendicular to the beam propagation only, because in this plane the detector is small and the source large. The semi-adjoint Monte Carlo technique can be used to analyse dose distributions in lateral 150 homogeneous phantoms. We have used it to analyse the eect of linear polarisation on the absorbed dose and to improve the statistics. We have simulated an innitesimal small pencil beam in a water or solid water (RW3, A PTW semiex ionisation chamber (IC) was connected to a PTW UNIDOS (model T10002) electrometer for measurements and operated at 400 V. We followed the dosimetry protocol by the IAEA [28] . The semiex IC was chosen due to its excellent response uniformity with incident photon energy within the photon energy range relevant for MRT, especially the out-of-eld photon spectrum. Dose rate dependence is, however, a major challenge for the semiex IC in MRT. However this dependence 175 was minimised by creating the homogeneous X-ray eld using a vertical slit height of 0.052 mm (mentioned above). If the slit height is smaller, the target can be moved at a reduced speed through the beam. This also decreases the eective dose rate seen by the IC, which is integrating over a larger volume. Previous measurements [29] have shown that the IC measurements are reliable with this slit size if an ion recombination correction factor (due to the high dose rate) of 6.3% is applied to in-eld measurements. No such correction is required for out-of-eld measurements 180 as the dose rate is signicantly less. The ionisation chamber was mounted in two orientations at several depths (5 to 120 mm) of the solid water phantom as shown schematically in gure 2(b) to maintain the geometrical dimensions of the sensitive volume with respect to the eld. In all measurements the thickness of backscatter material was constant (8 cm). The response the IC was measured at vertical and lateral distances of 0, 2, and 4 cm from the central axis of the radiation eld. Other important parameters (e.g. ring current) were logged separately.
III. RESULTS

A. Polarisation eects
For a monoenergetic pencil beam of 150 keV gure 3A shows proles perpendicular and parallel to the polarisation direction. Scattering of a photon perpendicular to its polarisation direction is more likely than parallel to it. In the prole there are clearly three domains in distance from the primary beam visible, separated by steep dose fall-os 190 (compare Spiga et al. [30] ). The rst domain is the region within 10 µm around the beam. Photoelectric absorption and Compton scattering produce electrons in the central beam. At low energies the Compton electrons get just around 20% of the primary photon energy, whereas a photoelectron gets, neglecting binding energies, the whole photon energy. Hence the range of photoelectrons is much larger than that of Compton electrons. For a few tens of keV the electron range is in the order of a few microns, where as the electron CSDA range at 150 keV is around 280 µm [31] . Energy 195 absorption in the rst 10 µm around the central beam is therefore mediated by Compton electrons. Momentum conservation implies that electrons scatter o opposite to the scattered photons and hence they are mainly produced in the plane perpendicular to the polarisation. In a distance between 10 and 200 µm from the beam the region of photoelectrons can be found. The photoelectric absorption is independent of the photon polarisation and hence there are no directional dierences observed. Figure 3B shows the ratio between the prole perpendicular and parallel to 200 the polarisation. In the second domain from 10 to 200 µm the ratio is almost 1 whereas inside the 10 µm radius a strong directional dependency can be seen. Electrons become maximal ionising at the end of their path. Hence at the end of the Compton electron range the polarisation eect is strongest and the ratio is peaked there.
Beyond 200 µm energy absorption is mediated by scattered Compton photons. Primary photons are preferentially scattered perpendicular to their polarisation. The dierence between the dose deposit perpendicular and parallel to 205 the primary polarisation direction is around 60%. This dierence is almost independent of depth and distance from the beam. Only at very shallow depths the dierence increases slightly with distance.
Looking at this data we expected a strong inuence of the polarisation on the patient dose distribution in MRT. As described above the simulated pencil beam was used to calculate the dose in an MRT eld of 3x3 cm 2 size, 400 µm ctc and 50 µm beam width. The result of the calculation is shown in Figure 4 . The dose dierences of calculations with 210 and without polarisation are up to 45% outside the microbeam eld (gure 4A and 4B). Within the eld, dierences between polarised and non-polarised treatment appear in a narrow region at the microbeam penumbras (gure 4D). These regions have a width of around 20 µm and dierences can be as high as 9%. They are caused by the polarisation sensitive Compton electrons and doses in the beam penumbras are lower for polarised photons. Dierences in the peak doses are very small, though. The peak dose dierences are smaller than 0.1% throughout the whole eld. The 215 valley dose dierence between calculations with and without polarisation is lowest in the centre and increases towards the eld edges. If polarisation is taken into account, valley dose values are a bit lower, but deviations remain below 3% for a 3x3 cm 2 eld except for a 3 mm wide eld edge. In the centre the polarisation has an eect of around 1%. For other eld sizes, e.g. a 2x2 cm 2 microbeam eld deviations are very similar (results are not shown here).
In the beam setup at the ESRF in Grenoble the polarisation is perpendicular to the alignment of the microbeams.
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This means that scattering perpendicular to the microbeams in the direction of the valley regions is smaller than parallel to the microbeams. Amazingly, this does not necessarily lead to a constantly lower valley dose. In order to understand this eect we need to consider the microbeam eld as a whole. The total scattering cross section does not depend on the photon radiation polarisation. Going from non-polarised to polarised photons only the distribution of scattering angles changes. With linear polarisation in a plane perpendicular to the beam the scattering is no longer 225 isotropic but has a quadrupole structure. Its minima are placed on a line perpendicular to the microbeams and its maxima parallel to it. In a point in the centre of a large eld the dose is determined by interactions homogeneously distributed around. Positive and negative parts of the quadrupoles cancel each other out and hence the absorbed dose does not dier from the dose of isotropically scattering non-polarised photons. Close to beam edges, there are fewer interactions in a certain direction. This is true for polarised and non-polarised photons. However, for polarised 230 photons the orientation of the edge is important. If the o-beam region is situated in the direction of the positive lobe of the quadrupole the decrease will be stronger, because the lacking energy of less back scattering particles is stronger. Whereas an o-beam region in direction of the negative lobe of the quadrupole implies a less pronounced dose decrease towards the beam edge, because particles from this direction did anyway contribute less to the dose. In the peak dose region for instance there are only electron producing photon interactions along the microbeam.
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Perpendicular to the microbeam there are less interactions. The consequence is a slightly higher peak dose close to the peak edge and a dose reduction in the penumbra region just outside the beam. For the valley dose photon scattering is important. In the centre of the eld there is an equilibrium of in and out-scattering photons. Close to the eld edge there are less photons scattering in from a particular direction. Polarisation leads to an anisotropic lack of photons compared to non-polarised isotropic scattering. However, the average range of scattered photons is much larger than 240 the eld size. Therefore there is no dose increase towards the eld edges visible but only the decrease outside the eld moving perpendicular to the microbeam direction. Hence in the valley dose the eect leads to the relative dierences shown in gure 4C(D).
B. Comparison with measurements
In the case of MRT the primary photon ux emerging from the superconducting wiggler is well known to be 245 proportional to the current in the synchrotron storage ring. The dose rate was deduced by multiplying the measured dose by the ratio of the speed of the goniometer (typically 20-100 mm/sec) with the slit size that denes the height of the primary photon beam (0.051 mm in this case). As such the dose rate is therefore more specically the average dose rate for a point dened within the primary radiation eld (2x2 cm 2 being the standard eld size). The semiex IC has a well documented signicant dose rate dependence, so to minimise this dependence the height of the primary 250 beam was reduced to 0.051 mm (usually 0.520 mm) and independently checked within the primary eld against a pin point IC (no such dose rate dependence) previously [29] . For all measurements made outside the primary radiation eld, where the dose rate is orders of magnitude less than the within the primary eld, the measured dose scaled within 1% in going between the 0.051 and 0.520 mm slits, which gives condence to this data. Figure 5B shows the deduced dose rate per milliampere of storage ring current. 255 Figure 5A shows how the measured IC response falls o with distance up to 6 cm from the central axis in the vertical (solid lines) and horizontal (dashed lines) direction for four dierent depths (0.5, 2, 4 and 12 cm). Each measurement at the positions and depths indicated were repeated three times and the measurement uncertainty for the 99% condence limit is below 5% for all measurement points. The scattered energy deposited outside the 2x2 cm 2 radiation eld generally falls o at a double exponential rate, at all depths. The measured dose fall-o with distance 260 from the central axis out to 6 cm, appears to decrease with depth in the solid water phantom. This is due to the contribution to the energy deposition from forward scattered photons which increases with depth, in the case of the photon energy spectrum of the primary MRT radiation eld. It can also be seen immediately that the presence of the polarised primary beam eects the vertical and horizontal scattered photon distribution (and hence dose delivered) dierently, which is signicant for MRT dose planning if the radiation eld is near or adjacent to critical organs. For 265 all depths the vertical dose is consistently greater than the horizontal dose, which is consistent with that expected from theory and is in agreement with the MC simulations. Monte Carlo simulations conform to the measurements to less than 10% (except for 1 value). Some of the values lie outside the uncertainties provided by the measurement. However, the scattered dose in contrast to the peak doses depends heavily on collimator scattering and back scattering from surfaces surrounding the phantom that were not taken into account in the Monte Carlo calculations. Hence the 270 agreement between Monte Carlo and calculation in the o-beam, low dose domain is reasonably good.
C. Source Phase Space
PVDRs calculated with Monte Carlo simulations regarding the phase space information are on average 8% smaller than simulations assuming ideal microbeams. This result can be seen in Figure 8C . Although peak doses in the eld centre are equal in both simulations, valley doses are substantially lower in calculations with ideal microbeams. It 275 remains however unclear, where these dierences originate from. In the following we investigate the physical and technical reasons for these deviations. The analysis was done in the PSF in the phase space plane and in the second PSF created directly behind the collimator. In the following y is the propagation direction of the photons, z the direction parallel to the collimator slits and x perpendicular to it. The direction of the photon momentum is denoted as u = (u x , u y , u z ) with | u| = 1. We concentrated on the following deviations from ideal microbeams and show that 280 they explain the deviations observed:
1. Geometrical beam divergence of the whole eld: Although the collimator is in a distance of 39.3 m from the wiggler source and the eld is just a few centimetre in size, there is a measurable geometrical divergence. One consequence is that at the phantom surface 1.2 m from the collimator ctc and width of the microbeams have slightly increased. 285 2. Imperfect absorption of the absorber material in the tungsten carbide collimator leads to a leakage radiation.
3. Associated with the geometrical divergence could be a more pronounced absorption at the MSC for beams at the eld edge, because the beam incidence is inclined towards the collimator walls.
4. The photon uence is not completely at. I.e. the photon ux prior to the MSC is higher at the centre than at the beam edges.
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To estimate the error made by the neglect of the geometrical beam divergence we have plotted phase space points over x and u x in gure 6A. All phase space points are more or less aligned along a straight line. As shown before by Martínez-Rovira et al. [1] the linear dependence between x and u x with the regression coecient γ is given by
(1)
The beam divergence remains unchanged after the photons have passed the MSC. The consequence of this divergence 295 is that the beam width of the microbeams has increased from 50 µm to 51.5 µm and the ctc from 400 µm to 412.3 µm when reaching the phantom surface in 120 cm distance from the MSC. The divergence itself inside the phantom is of negligible importance. At the back side of a 20 cm thick phantom the beam parameters have not signicantly changed and are 51.8 and 414.4 µm. This dierence is hardly measurable and is unlikely to have any clinical impact.
Apart from this over all geometric divergence there is an intrinsic beam divergence emanating from collimator 300 scattering superimposing the geometrical divergence. Figure 6B shows the dependence of x and u x in the centre of the eld in more detail. The actual trajectories in the phase space scatter around the found linear relation. Each beam has an intrinsic divergence which is given by u x = 2 · 10
in the centre of the eld and 4.8 · 10
at the eld edges. The consequence for the beam shape at the phantoms surface in 120 cm distance from the collimator is that the beam edges are smeared out between 2 and 4.8 µm with a more or less Gaussian distribution. As long as the 305 beam sizes and spacing are much higher than that, there is no substantial inuence on the absolute peak and valley dose values to be expected. Therefore the valley dose contribution from collimator scattering is small enough to be neglected.
Higher valley doses, however, could also be a result of imperfect absorption from the collimator material. The photon ux behind the absorber material is around 1.0 · 10 −3 of the ux behind the aperture. However, the average 310 energy of the photons behind the absorber material is about 2.4 times higher than the average photon energy behind the apertures. Figure 6C shows the average photon energy depending on the position (x) in a region close to the centre of the eld. The average energy in the beam is around 100 keV. In the o-beam region the average photon energy is 240 keV. Due to less particles penetrating the absorber the noise level is higher than in the peaks. The collimator material is a tungsten carbide alloy (WF20) containing 39.41% tungsten, 40.72% carbon, 18.11% Co, 0.44% vanadium 315 and 1.32% chrome [21] . Its thickness is 8 mm. In order to conrm that the photon ux behind the collimator is caused by photons of the primary beam passing through the absorber we have calculated the spectral change of the beam after penetrating 8 mm WF20 and compared it with the actual spectrum behind the absorber material in Figure  6D . The red curve shows the MRT beam spectrum and the black dashed line is the derived spectrum after the beam has penetrated 8 mm of WF20. The actual observed spectrum is shown with blue plus symbols. The maxima of 320 the spectra are normalised to 1. Calculated and observed spectrum behind the absorber coincide except for energies beneath around 135 keV. Their energy contribution of photons with less than 135 keV is 1.35% and can probably be attributed to scattering at the collimator edges. Its small contribution consolidates the nding that collimator scattering into the valley region is of minor importance. Furthermore the divergence of the beam behind the absorber matches that of the microbeams as can be seen from gure 6B. So even after penetrating 8 mm absorber material the 325 divergence of the beam has not increased.
In the plane directly behind the MSC the ux per microbeam changes depending on the position of the beam. The ux is highest in the centre of the eld and decreases by about 9% to the edge of the eld (see gure 7B, blue '+'). This deviation consists of two parts. On the one hand side the photon ux in the phase space plane is smaller at the eld edges than in the eld centre. This is shown in gure 7A. The photon ux follows the quadratic prole 330
where I 0 is the maximum dose in the centre of the eld. The caused variations in the photon ux per beam are around 4%. On the other hand side the inclined incidence of the beam outside the eld centre leads to a partial shielding of the microbeams. Assuming the MSC made of ideal absorbing material (absorption coecient µ → ∞) simple geometrical considerations yield for the ratio of actually transmitted photons N to the number of transmitted 335 photons in the eld centre N 0
Using the linear divergence γ = 2.564 · 10 . However, due to imperfect absorption at the collimator edges the actually observed value is β = 0.030 cm −1 . From the centre to the edge the number of photons per beam decreases by 5% due to this eect. Taking both 340 eects together the photon numbers per beam can accurately be described as shown in gure 7B. The total variations of peak doses are around 9% of its maximum.
Summarizing these ndings we established the following simplied source model:
1. Parallel microbeams of 51.5 µm width and 412.3 µm spacing comprised of photons with energies according to the ESRF spectrum impinge the sample. This simple source model can easily be implemented in Monte Carlo simulations, but also in other dose calculation techniques. In kernel based dose calculation algorithms the primary photon uence of the eld can be adopted with changed width and ctc of the microbeam and modulated photon beam intensity as described in point (3). The correction for the leakage dose can easily be performed by calculating the photon absorption of a broad parallel eld with 0.1% ux of the primary eld with the spectrum shown in gure 6D. In the following we want to describe the 355 usage of the found source model in semi-adjoint Monte Carlo simulations and compare its results with a forward calculation using the complete phase space information.
D. Semi-Adjoint Monte Carlo simulation
The developed source model can be employed in a semi-adjoint Monte Carlo simulation based on the principles of adjoint Monte Carlo simulations that are for example described by Iván Lux [26] . We dene the adjoint detector in 360 the phase space by (there are no directional constraints)
Here we use E as the photon energy, x, y and z are the coordinates as dened before, w = 51.5 µm is the beam width, a = 412. In gure 8C the PVDR is compared between Monte Carlo simulations with the PSF (red '+'), adjoint Monte Carlo simulation (blue line) and a Monte Carlo simulation with ideal microbeams (green squares). Figure 8D 
E. Comparisons with measurements and unexplained deviations
In gure 9 results of the adjoint Monte Carlo simulation are compared with lm dosimetry measurements and Monte Carlo simulations from Martínez-Rovira et al. [1] . The comparison is made for a 60x24x60 cm 3 solid water phantom for a 20x20 and a 30x30 cm 2 microbeam eld. The results obtained with our model lie for most of the 390 measurement points within the uncertainty limits of the experimental data. At shallow depth for th 30x30 cm 2 eld PVDRs tend to be slightly lower in the measurement. However, uncertainties of the lm dosimetry are too high and more accurate measurements need to be performed to validate this eect. Compared to the Monte Carlo simulations by Martínez-Rovira et al. [1] our calculations seem to be closer to the measurement. The origin of these dierences has not yet been resolved. 395 
IV. CONCLUSIONS
The characterisation of the source accomplished by Martínez-Rovira et al. [1] is the basis for the development of a treatment planning system. With the aid of their developed phase space information it was possible to nd the key features inuencing the dose distribution in MRT. They showed that the approximation of ideal microbeams is not sucient to calculate dose in MRT. We were able to show that the important features are the ux prole across the 400 broad beam, the insucient absorption of the absorber material and the geometrical change of the beam width due to inclined incidence outside the beam axis. Regarding these parameters it is possible to work with parallel beams if the beam width and the ctc are corrected according to the divergence of the microbeam eld and the distance between collimator and phantom surface. Divergence due to collimator scattering, however, seems to be of minor importance. This opens the applicability of faster dose calculation methods such as pencil beam algorithms or adjoint Monte Carlo 405 simulations. We have shown exemplarily the usage of the semi-adjoint Monte Carlo technique and compared the results with forward calculations. Peak and valley doses are equal for Monte Carlo simulations using the complete phase space information and a semi-adjoint Monte Carlo method implementing the model we propose.
Of course there are several short comings in the developed model. Intrinsic beam divergence and collimator scattering from the beam into the valley region were estimated and their contribution was found to be negligible. Furthermore 410 our model does not account for variations in the spectrum between individual microbeams, e.g. because of partial absorption for inclined incidence at the eld edges and is ignoring scattering in the air between MSC and phantom. All calculations are performed assuming perfectly plane surfaces in the collimators. Possibly photon scattering on rough surfaces or impurities could contribute to the dose distribution at the sample or patient position. The narrow incidence angles at the MSC could even lead to total internal reection and related changes in the dose distribution. 415 However, looking at the available dosimetry techniques it is not yet possible to conclude on the inuence of these eects, but promising research is in progress to make this possible in the near future [2, 32] .
In general the polarisation of synchrotron radiation and the consequently anisotropic Compton scattering needs to be regarded in order to achieve appropriate dose estimates. Especially in the o-eld region polarisation has an enormous inuence and leads to up to 40% dose dierences. However, inside the microbeam eld and thus in the 420 domain of highest therapeutic interest they are less than 3%. Only the shape of the beam penumbra changes slightly. This nding justies the calculation of PVDRs and valley doses in the eld neglecting the photon polarisation.
This study provides a crucial analysis comparing computational approaches with and without PSFs and polarisation. The presented data will on the one side increase the accuracy of the therapy planning system that will be used for the pet trials, including the PSF model, polarisation and the insucient absorption of the MSC. On the other side Figure B shows the same graph in detail at the eld centre. Graph C plots the mean photon energy depending on the position x. There is a considerable energy dierence observable between photons in the beam and between the beams. This is shown in more detail in gure D. As a red line the spectrum in the microbeams is plotted and as blue "`+"' the photon spectrum behind the absorber material. The black dashed line is the expected spectral shift of the red spectrum after the photons penetrated 8 mm WF20.
A B Figure 7 A shows the photon ux of the primary eld in front of the MSC (blue "`+"') and a quadratic quadratic t (red line) of this data. B shows the relative number of photons per beam (blue "`+"') and the developed model (red line). Figure 9 The graph compares PVDRs in depth calculated with the adjoint Monte Carlo simulation using the model developed in this work (solid line) for a 20x20 mm 2 and a 30x30 mm 2 eld in water and compares the result with lm measurements (circles) and Monte Carlo simulations (dashed line) by Martínez-Rovira et al. [1] .
